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Rapid Generation and Detection of 
Biomimetic Oxygen Concentration 
Gradients In Vitro
Daud H. Khan1, Steven A. Roberts1, John Robert Cressman2 & Nitin Agrawal1

Hypoxic regions exist within most solid tumors and often lead to altered cellular metabolism, 
metastasis, and drug resistance. Reliable generation and detection of biomimetic gaseous gradients 
in vitro is challenging due to low spatiotemporal resolution and poor longevity of gradients utilizing 
microfluidic techniques. Here, we present a novel and simplistic approach for producing gradients of 
dissolved oxygen (DO) within a lab-on-a-chip platform. Linear and stable DO gradients with high spatial 
resolution are established by introducing pre-gassed media into the gradient generating network. 
An underlying platinum(ii) octaethlporphyrin ketone (PtOEPK) based sensor layer allows parallel 
detection of oxygen. A thin 3-sided glass coating on the inner channel walls prevents multi-directional 
diffusion of ambient oxygen across PDMS preserving the gradient resolution and stability. Viability 
analysis of normal mammary epithelial cells (MCF-12A) under oxygen gradients revealed 70% mortality 
after 6 hours of hypoxic exposure. Biological applicability of the platform was further validated by 
demonstrating increase in endoplasmic reticulum stress of MDA-MB-468 cells with time and with 
increasing oxygen tension. The unique ability to establish parallel or opposing gradients of gases 
and chemicals offers the potential for a wide range of applications in therapeutic development, and 
fundamental understanding of cellular behavior during hypoxia.

Oxygen homeostasis is critical for the existence of multicellular organisms. While oxygen deficiency or hypoxia 
can result in pathological conditions such as ischemia and tumorigenesis1–3, elevated oxygen levels (hyperopia) 
can lead to generation of reactive oxygen species and free-radicals4. During cancer progression, rapid growth of 
tumor lesions lead to internal hypoxic conditions, which in turn initiates angiogenesis, followed by tumor cell 
invasion into healthy tissues and eventual metastasis3,5–8. Blood vessels generated from pathological angiogenesis 
are highly disorganized and morphologically irregular, impeding nutrient supply and metabolite clearance9–11 and 
eventually culminating in acquiring drug resistance12.

In vitro generation as well as detection of dissolved oxygen (DO) is crucial for a wide range of applications 
including therapeutic development and understanding of disease functions. Typically, exploration of cellular 
functions under controlled oxygen environments are conducted using specialized culture chambers (e.g. O2 
incubators)13. However, such systems can only maintain a singular oxygen concentration, significantly vary-
ing from actual physiological conditions where DO gradients normally exist within tissues14,15. To address this, 
bi-compartmental open-well cell culture devices, similar to Boyden chambers, have been developed where oxy-
gen (and nitrogen) flowing in the lower compartment diffuses through a polydimethylsiloxane (PDMS) barrier 
into the upper compartment where the cells are seeded16. The introduction and evolution of microfluidic devices 
have further improved this scenario, offering the ability to rapidly generate a range of oxygen tension profiles 
in vitro and investigate cellular responses under oxygen gradients17–19. These utilize either multiple gas inlets to 
establish DO gradients or chemical quenchers such as Na2SO3 that deplete oxygen from the media20–23. However, 
the requirement of continuous gas flow not only introduces potential risks of bubble formation and media evap-
oration, but also limits the portability of experimental setups as they are confined to the proximity of compressed 
gas tanks. On the other hand, chemical quenchers are cytotoxic and are often undesirable while investigating 
therapeutic effects of drugs under hypoxic conditions24,25. Both approaches are only able to generate DO gradients 
with low-to-moderate spatial resolution. Increasing the number of gas inlets may improve the spatial resolution, 
but with aforementioned risks and disadvantages involved.
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In addition to gradient generation, the ability to detect local DO levels at any given time is critical to validate 
both reproducibility and overall experimental outcomes. Detection of DO is achieved either electrochemically 
through amperometric Clark-type electrodes or optically via oxygen-sensitive dyes18. Though extensively used 
in commercial gas detectors26,27, the macroscale size of the electrode, along with low sensitivity, long response 
time, and analyte depletion and fouling by organic fluids28 restricts its usage in microfluidic oxygen detection. 
Optical-based detection utilizes a polymer-encapsulated luminescent dye, such as phosphorescent metallopor-
phyrin complexes and fluorescent organo-ruthenium complexes29,30. DO content is proportional to the quench-
ing of dye luminescence, thus enabling non-invasive and dynamic sensing of oxygen. Although nanoparticles 
incorporating such dyes have recently been synthesized, potential leaching and subsequent cytotoxicity issues 
have limited their adaptation for biological applications31,32.

Herein, we have developed a novel and simplistic technique of generating and detecting stable biomi-
metic oxygen gradients with high spatial resolution. Simultaneous infusion of O2-rich and O2-depleted media 
(pre-gassed) allows generation of stable DO gradients by simply utilizing the microfluidic split-and-recombine 
strategy, as seen with chemical gradients33,34. A 3-sided glass-like coating within the PDMS microchannel pre-
vents multi-directional diffusion of oxygen and maintains a spatially as well as temporally stable gradient. Thus, 
the requirement of gas inlets and chemical quenchers is eradicated. Real-time detection of DO is achieved by a 
layer of platinum(ii)octaethylporphyrin ketone embedded in a polystyrene matrix (PtOEPK/PS) underlying the 
gradient channel (Fig. 1a). A thin PDMS membrane separates the sensor-layer from cell chamber to prevent any 
dye mediated toxicity. Computational modeling using COMSOL Multiphysics software was performed to verify 
gradient formation and device optimization. Two different designs have been developed, suitable for specific 
applications. First, gradients were established inside a single-outlet device, similar to the microfluidic devices 
first established by Jeon and colleagues35 to generate intrinsic chemical gradients, where all the channels (250 μm 
wide) unite and converge into a single outlet (Fig. 1b). To further broaden the versatility of the gradient system, 
a multiple-outlet device was designed (Fig. 1c). Here, the individual concentration streams remain separated to 
explore the possibility of forming unit concentrations of DO in each outlet. Among numerous potential appli-
cations, proof-of-concept functionality of these platforms was demonstrated through evaluation of ER stress of 
metastatic breast cancer cells (MDA-MB-468) under gradients from 0–21% dissolved oxygen in the single-outlet 
device and viability analysis of MCF-12A (immortalized normal mammary epithelial cells) in the multiple-outlet 
device. To our knowledge, no other existing approach offers such convenience and versatility to establish a wide 
range of gaseous gradients under biomimetic conditions. Our proposed platform and the unique strategy under-
lying gradient generation provides a novel, feasible, and reproducible way to study cell functions under hypoxic 
or hyperoxic conditions.

Results
Deposition and characterization of gas impermeable sol-gel coating. A modification of known 
sol-gel chemistry was used to deposit the 3-sided silicon dioxide polymer within the channels (See Methods). The 
polymerization process consists of 3 main steps; first the hydrolysis of precursor alkoxysilane groups into silanol 
groups by ethanol, followed by oligomerization of silanol monomers in the presence of an acid36. The silanol oli-
gomers then form hydrogen bonds with hydroxyl groups present on the walls of plasma-treated PDMS subtrate36. 
Finally heat is applied to remove H2O molecules and form covalent oxide bonds, creating the polymerized glass 
layer36. Two key parameters, temperature and reaction time, were characterized to achieve optimal and repro-
ducible coatings36,37. Varying temperatures from 60–100 ◦C (10 ◦C increments) and reaction times from 20–100 s 
(20 s increments) were investigated. To verify the formation of glass coatings, two independent methods were 
utilized. Initially, we dissolved fluorescent polystyrene beads into the sol-gel solution at a ratio of 1:10 (v/v) prior 
to the coating formation. Imaging through fluorescent microscopy not only confirmed the presence of a three-
sided glass coating but also facilitated measurements of coating dimensions (Fig. 2a). This was further validated 
by imaging the coated channel with a confocal surface profilometer at high resolution (Fig. 2b).

As expected, the average thickness of cured glass-coating increased progressively with both temperature and 
time ranging from approximately 3–15 µm (Fig. 2c, Table S1). We observed that the coating thickness increased 
exponentially with increasing times while following a linear pattern with increasing temperatures. Unpolymerized 

Figure 1. (a) Cross-section schematic of glass coated channel showing placement of different layers. As the 
device is heated from the bottom by placement on a hot plate, coating thickness is higher at the bottom due to 
temperature gradient across the height of channel that affects sol-gel reaction rate; (b) 3D layout of the single-
outlet device illustrating the bottom PtOEPK sensor layer in purple, followed by the thin PDMS film and a top 
transparent PDMS layer containing the channel network; (c) 2D layout of the multiple-outlet device design.
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spaces were more prominent at lower temperatures and for shorter time spans (Fig. 2d) whereas the frequency of 
cracked glass coatings increased significantly with increasing time or temperature (Table S1). We believe the crack 
formation results from non-uniform cooling effect when the unpolymerized sol-gel is flushed out using com-
pressed air. The crack formation was significantly more noticeable beyond a coating thickness of approximately 
10 µm. For creating a diffusion barrier and for the specific channel dimensions of our device design, heating at 
80 ◦C for 40 s was identified as an optimal condition that produced glass coating thicknesses of 6.8 ± 0.79 µm with 
no unpolymerized open spaces and lower frequency of cracks. These conditions were used for all subsequent 
experiments. We also observed that due to thermal gradient along the height of PDMS device from the hot plate, 
an arch-like coating was created, i.e. a slightly wider film (by ≈2 µm) at the lower region of side walls as compared 
to the top. However, this had no effect on inhibiting gaseous diffusion across the barrier.

The impermeability of the coating was verified by leaching experiment with rhodamine B solution, which is 
known to diffuse into the PDMS. The average intensity of 1 µM rhodamine B solution within the channels was 
reduced by approximately 50% of the original fluorescence over a period of 2 hours for uncoated channels and 
significant diffusion of dye outside the channel was observed (Fig. 2e). Whereas, no leaching was observed for 
glass coated channels and the fluorescence intensity remained unchanged. The two peaks in the mean intensity 
curve represent accumulated rhodamine B solution on the sides of channel wall.

Integration and calibration of oxygen sensitive PtOEPK layer. A 1.3 µm thin film of 7% w/w 
PtOEPK/PS matrix was spin-coated on a 1 × 3 inch microscope slide to form the sensor layer18. Although 
spin-coating at lower speeds increases the thickness and PtOEPK molecules available for oxygen quenching, it 
significantly reduces the spreading area of the sensor layer, preventing gradient detection and profiling across the 
desired regions of both device designs. The spin-coating conditions and concentrations of dye (see Methods) were 
optimized to create PtOEPK/PS films with maximum spreading area and uniform thickness (verified with confo-
cal surface profilometer). To prevent possible leaching and cytotoxicity by PtOEPK, when in direct contact with 
cells38, an additional 1.5 µm (±0.2) thin layer of PDMS was spin-coated on top of the sensor layer. This creates a 
barrier between cells and PtOEPK while still allowing dissolved oxygen to quickly diffuse through the barrier and 
interact with underling PtOEPK. Oxygen diffuses nearly twice as fast through PDMS than water39. Thus, rapid 
vertical diffusion of oxygen through thin PDMS film and subsequent dye quenching does not affect the signal 
intensity of detected gradients. To perform the calibration of PtOEPK film, a simple straight channel PDMS 
device was plasma bonded on top of the composite sensor/PDMS layers and pure nitrogen and oxygen gases were 
introduced successively. Introduction of pure gaseous oxygen resulted in an immediate decrease in the emitted 

Figure 2.  (a) Z-stack fluorescent image of the inverted channel with 3-sided glass coating. 1 μm fluorescent 
polystyrene beads were mixed in the sol-gel solution prior to coating formation to facilitate imaging the 
presence of glass coating (b) High resolution 3D phase-contrast image of the 3-sided coated channel at optimal 
conditions showing glass-coating (~7 μm thick) on walls with no unpolymerized spaces and minimal crack 
formation. The image was taken with an Olympus laser confocal surface profilometer (c) Variation in average 
glass coating thickness across different times and temperatures and (d) Glass coating with unpolymerized 
spaces, typical at lower temperatures and reaction times (e) Images and corresponding mean intensity curves 
showing leaching profile comparison of coated versus uncoated channels using 1 μM rhodamine B solution in 
DI water.
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dye luminescence and vice versa for nitrogen (Fig. 3a). Response data for both coated and uncoated channels 
show an almost immediate change in luminescence upon alternating the gases, the relative change being superior 
for coated channels (Fig. 3b). Gaseous calibration data is coherent with the non-linear Stern-Volmer relationship 
previously described in literature using metalloporphyrin dyes40. The coated channels demonstrated superior 
intensity ratio I0/I100 of 3.85 and an improved sensitivity by 20% compared to uncoated channels (Fig. 3c). The 
non-linearity results from the fraction of dye molecules that remain unquenched40.

Subsequently, primary DO calibration was performed by using DI water of varying oxygen concentrations. 
No recognizable differences were observed in the DO levels for DI water, phosphate-buffer saline (PBS), or the 
cell culture media for similar bubbling durations (data not shown). Thus, calibration was performed using DI 
water to avoid fouling of the sensor probe. To account for photobleaching of the PtOEPK dye, calibration was 
performed every time prior to the experimentation. Maximum DO detection was restricted to 19.9 mg/L due to 
the detection limit of polarographic meter used in our experiments (Milwaukee MW600) and intermediate DO 
levels were acquired by proportionately mixing 0.1 and 19.9 mg/L DI water. This was sufficient to yield a broad 
and satisfactory range of DO levels, from hypoxic to hyperoxic conditions (0.1 1.7, 7.0, 13.5 and 19.9 mg/L). For 
reference, atmospheric conditions with 21% partial pressure of oxygen corresponds to 7.8 mg/L of DO levels in 
aqueous solutions. Measurements of DO were taken simultaneously during gas bubbling and mixing. The sensor 
probe utilized here is incapable of taking measurements beyond 19.9 mg/L and provides an error message, thus 
enabling us to determine exact gas bubbling durations. Plots of relative intensity versus dissolved O2 concen-
tration followed a linear Stern-Volmer trend, with coated devices demonstrating superiority over the uncoated 
ones (p < 0.05) (Fig. 3d). Since luminescence intensity depends on the number of PtOEPK molecules available to 
interact with diffusing oxygen, calibration was performed for each device independently prior to its utilization to 
compensate for photobleaching effects. These results indicate that the integrated PtOEPK sensor layer can be uti-
lized for real-time sensing of dissolved oxygen and the glass coated devices offer significantly improved detection 
sensitivity as compared to bare PDMS devices.

Simulation, characterization and generation of oxygen gradients. For convenience, specific areas 
of the channel network, where oxygen gradients are generated, are designated as regions I, II and III. Region I 
and II comprise the gradient chamber while region III is the outlet. The flow-rates required to produce a linear, 
working gradient were initially determined using COMSOL simulation for both designs. Taking the diffusivity 
of oxygen in water into consideration along with incompressible flow and no-slip and non-diffusive boundary 
conditions, oxygen gradients were simulated at a minimum flow rate of 10 nL/min (Figure S3). Non-diffusive 
boundary conditions were assumed to reflect the relative impermeability of silicon oxide polymer coating. The 
diffusion co-efficient of oxygen in PDMS at 298.15 K or room temperature is approximately 1.7 times greater 
than water (3.55 × 10−5 cm2/s vs. 2.05 × 10−5 cm2/s)39. Therefore, the coating provides the necessary non-diffusive 
boundary without which, net oxygen would diffuse across PDMS walls significantly faster as compared to its 
lateral diffusion across the aqueous streamlines. Hence at steady state, the concentration of DO at any given 
coordinate of the microfluidic network is constant proving a continuous, stable and linear gradient. In case of the 
single-outlet device, though the overall slope of gradient across region I was constant (2.19 *10−3 mg L−1μm−1) 
irrespective of the flow rate, the long residence time at the minimum flow rate of 10 nL/min caused the gradient 
to diminish and completely equilibrate by the time it reached the outlet (Figure S3). Increasing the flow rate to 
1 μL/min significantly improved stability of the gradient (Fig. 4a (i)). The equilibration issue was not observed for 

Figure 3. (a) Change in intensity of the underlying PtOEPK dye when exposed to gaseous nitrogen (top) and 
oxygen (bottom) gas. Gases were introduced into the channel by connecting regulated compressed tanks of 
respective gases through tygon tubing (b) Dynamic sensing ability and comparison of coated versus uncoated 
channels (air being considered baseline) after periodic introduction of gaseous oxygen and nitrogen. (c) 
Calibration curve for gaseous oxygen detection of coated and uncoated channels. (d) Calibration curve for 
dissolved oxygen detection illustrating the relative chemiluminescent intensity of PtOEPK corresponding to 
different concentrations of dissolved oxygen in DI water.
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the multiple-outlet design as there is no convergence point and each intermediate concentration stream remains 
discrete. Beyond 100 μL/min, diffusion of oxygen within both single- and multiple-outlet devices was dominated 
by the flow rate such that higher flow rates did not allow sufficient residence times for the diffusion mediated 
mixing to occur within each split channel affecting the linearity of gradient.

For the given concentration of PtOEPK molecules present under the flow channels, a minimum flow rate 
of 1 µL/min was required to produce an optically detectable luminescence. Interestingly, the overall slope 
of experimentally generated gradient across regions I and II in the single-outlet device at different flow rates 
(1–100 µL/min) was constant and comparable with the COMSOL data, with a slightly diminished value of 
2.04 * 10−3 mg L−1μm−1 (Fig. 4b). One-way ANOVA analysis illustrated that this difference was statistically insig-
nificant (p > 0.05). However, the high diffusivity of oxygen in DI water, and relatively long residence times due 
to large width in regions I and II allow gradients to equilibrate within these regions. At the lower range of flow 
rates (1–25 µL/min), the equilibration effects are exacerbated by the time streamlines converge in the outlet and 
thus diminished gradients were observed in region III (measured across the two edges of the outlet) as compared 
to COMSOL. The variability between experimental and COMSOL data is insignificant at higher flow rate (e.g. 
100 µL/min, Fig. 4c) likely due to faster replenishment of oxygen molecules at steady state resulting in a more dis-
crete detection of PtOEPK quenching. Loss of oxygen through various cracks across the glass coating could also 
contribute towards weak signals at lower flow rates. As such, the most visually prominent concentration profile 
at region III was produced at 100 µL/min (Fig. 4a(iii),4c). The equilibration issue at lower flow rates can be easily 
resolved by appropriately altering channel dimensions to obtain higher linear flow velocities. Similar trends were 
observed when experimentation was repeated in PBS as well as cell culture media suggesting that the ability to 
hold dissolved oxygen was not affected by the choice of aqueous solutions.

Time-based experiments revealed that the intrinsic DO gradient generated within regions I and II was sta-
ble for at least 60 minutes (after which monitoring was stopped) but can be maintained for prolonged periods 
(Figure S4). In case of multiple-outlet device/design, slightly smaller dimensions (200 µm wide channels and 
1.46 cm in total length) and physically separated outlets created and confined specific DO concentrations within 
each chamber of the device (corresponding to the intermediate concentration regimes created by the split channel 
network). The shortened length reduced the residence time for each flow rate and an improved spatial resolution 
was observed (Fig. 4d) with only slight variations between experimental and COMSOL data at various flow rates 
(Fig. 4e).

Evaluation of ER stress under gradients of oxygen. Hypoxia is known to induce unfolded protein 
response and increased endoplasmic reticulum (ER) stress in many cell types including the breast epithelial cell 

Figure 4.  (a) (i) COMSOL simulated oxygen gradient profile in single-outlet device at 1 μL/min, (ii) Oxygen 
concentration gradient across region II detected by PtOEPK luminescence. The profile of the left edge of region 
II which is parallel to Region I was analyzed. The gradient was established by infusing 19.9 mg/L and 0.1 mg/L 
oxygenated water at 10 μL/min flow rate. (iii) Profile of oxygen concentration gradient across the outlet or 
region III, showing increasing slope of gradient with increasing flow rates (flowing 19.9 mg/L and 0.1 mg/L DO 
water at 25 μL/min and 100 μL/min). (b) Concentration plot comparison of COMSOL and experimental data 
across the single-outlet at different flow rates in region II; (c) Concentration plot illustrating progressive trend in 
the slope of gradient across the outlet or region III with respect to the flow rate and comparison with COMSOL 
data. (d) Unit concentrations of oxygen formed in each chamber of the multiple-outlet device (both COMSOL 
and experimental) at 10 μL/min flow rate. (e) Comparison of actual versus predicted (COMSOL) concentrations 
within individual chambers of the multiple-outlet device at 10 μL/min flow rate.
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line MDA-MB-468. To explore the effects of hypoxic gradients on ER stress of these cells and to evaluate the 
overall applicability of the microfluidic hypoxia platform, we cultured MDA-MB-468 cells within region I and 
exposed them to a gradient of oxygen from 0–21%. Thioflavin T (indicator of ER stress) induced fluorescence 
linearly increased with increasing levels of hypoxia across the width of region I (Fig. 5a,b) with a 4-fold increase 
from baseline (t = 0 hour) fluorescence after 6 hours in the most hypoxic location (Fig. 5c). Time-lapse imaging 
also indicated a gradual but consistent increase in fluorescence intensity throughout region I. MDA-MB-468 cells 
incubated in a separate device underwent the identical procedure with the absence of an oxygen gradient yielding 
a relatively constant fluorescence of thioflavin T throughout region I (Fig. 5c). The observations were coherent 
with our control experiments conducted in well-plates and with the literature41. These results demonstrate poten-
tial applicability of the proposed hypoxia gradient generation strategy for a variety of real-time biological studies.

Viability analysis of mammary epithelial cells MCF-12A under gradients of oxygen. To demon-
strate a proof-of-concept application of the multiple-outlet device, cell viability analysis was performed at differ-
ent hypoxic levels utilizing a normal mammary epithelial cell line (MCF-12A). Cells were cultured in each outlet 
chamber (C1-C6) for viability analysis while a 96-well plate setup maintained within the hypoxia incubation 
chamber (95% nitrogen & 5% CO2) was used as control. Following a 6 hour exposure to oxygen gradient (0–21% 
in C1 through C6 respectively), a decline in cell viability was observed across individual chambers with time. A 
drastic reduction in viability was observed in chambers C4-C6 with approximately 60–70% mortality respectively 
as compared to chambers C1-C3 (12–30% respectively). Similar results were observed in time-based analysis of 
cell viability where, a sharp decline was observed after 2 hours of hypoxic exposure in chambers C4-C6 (Fig. 5d). 
DMEM-F12 contains relatively high levels of glucose (3.15 g/l, 17.5 mM), which is enough to maintain viability 
of immortalized cells in low oxygen. However, oxygen concentrations below a critical level of approximately 
5% can alter physiological functions of normal cells and diminish glucose uptake42. Chambers C4, C5, and C6 
correspond to oxygen levels of 3.36%, 1.25%, and 1.09% respectively. Hence, a drastic decline in cell viability in 
these chambers, despite the presence of high glucose, is likely due to reduced oxygen levels below the critical value 
(Figure S5).

Discussion
In this report, we have demonstrated a unique and simplified strategy to establish stable microfluidic gaseous 
gradients suitable for a variety of applications. Integration of real-time sensing capability and three-sided glass 

Figure 5.  (a) Comparison of ER stress of MDA-MB-468 cells via Thioflavin T fluorescence under normal and 
hypoxic conditions, showing elevated ER stress levels in hypoxia. (b) ER stress across region I in single-outlet 
deice with oxygen gradient generated at a flow rate of 1 μL/min at 0 hr, 1 hr, 3 hr and 6 hr. The fluorescence 
increases under oxidative stress resulting in progressively higher fluorescence towards the hypoxic edge of 
region I of the single-outlet device and with time. (c) Plot showing fluorescence trend of MDA-MB-468 cells 
across region I, illustrating gradual and significant increase in ER stress from baseline due to oxidative stress at 
different time periods. Nearly a 4-fold increase is noticeable in the most hypoxic region (d) Viability analysis 
of MCF-12A under hypoxia gradient established within the multiple-outlet device. Incubating cells for 6 hours 
under oxygen gradient illustrated increasing mortality with reducing oxygen levels. The concentration values 
labelled for each panel were experimentally derived.
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coating provides a versatile platform to study the effects of oxygen or any other gas on cell functions. Existing 
microfluidic oxygen gradient generation strategies utilize multilayer PDMS devices with gaseous inlets that are 
relatively more complex to fabricate and operate, and makes these devices susceptible to bubble formation. The 
proposed strategy utilizes a single layer device and a straightforward operating principle. Using two different 
pre-gassed tissue culture media solutions in gas-tight syringes, oxygen gradients of various spatial resolutions can 
be rapidly and conveniently established. The requirement of a separate gas layer or multiple gas inlets is thereby 
completely eliminated. Since pre-gassed media can be remotely prepared, stored, and transported, the platform 
proposed here can be utilized as a portable system for numerous applications even in resource limited settings. 
The integrated PtOEPK/PS sensor layer is highly sensitive to changes in oxygen concentrations. Polystyrene pre-
vents leaching of the luminescent PtOEPK into the media, therefore any activity (whether cytotoxic or protein 
expression) can only be attributed to the varying oxygen conditions generated. Despite the fact that oxygen dif-
fuses nearly twice as fast through PDMS than water39, the impermeability of glass coating and the thin membrane 
ensures constant net dissolved oxygen flowing through the aqueous buffer at any given point in time or location. 
The thin layer of PDMS on top of PtOEPK/PS layer allows instant diffusion of oxygen and consequent saturation 
of the dye, while enabling bonding of the top PDMS device to the substrate and a clear separation from cultured 
cells. Since the emission wavelength of PtOEPK is near the IR range (peak 760 nm) of the spectrum, the entire 
experiment (oxygen-gradient detection) can be conducted in a non-darkroom environment. The photostability of 
PtOEPK facilitates prolonged cell-based experiments without noticeable photobleaching or diminished detection 
sensitivity. Although, the characterization curves presented here verifies the gradient stability suggesting that 
integration of sensor layer is not necessary for cell based experiments. Thus, the gradient generation approach can 
also be utilized without the need for PtOEPK deposition step, if DO detection is not critical to the investigation. 
As previously mentioned, due to high diffusivity of oxygen in water and long residence time, the spatial resolution 
of DO gradient is diminished at low flow rates (less than 10 µL/min) in region III. However, oxygen gradient with 
high spatial resolution is maintained throughout regions I and II allowing for potential biological applications. 
The technique enables detection of dissolved oxygen with an enormous range of oxygen concentrations, only lim-
ited by the capability of the initial calibration electrode, and capacity of the fluid to hold oxygen. For this investi-
gation, the range was between 0 mg/L to 19.9 mg/L. Adapting Henry’s Law, the corresponding percentage oxygen 
saturation in DI water ranged from 0% to 240%. Therefore, the current device can be used to explore the effects of 
extreme oxygen conditions on a plethora of microscopic aquatic species or flora, demonstrating its versatility and 
potential. The activity of marine heterotrophic bacterioplankton is highly dependent on partial CO2 pressure43, 
and E.coli metabolism is highly dependent on minute changes in oxygen concentration44. Therefore, with appro-
priate modifications in design, both aerobic and anaerobic analyses of bacteria under the effect of CO2 or O2 con-
centration gradients can be conveniently performed. Additionally, the split-channel devices have been previously 
utilized to generate gradients of multiple chemicals45,46. Similar strategies can be adapted to utilize pre-gassed 
solutions of two or more gases to generate more complex gradients extending versatility of the platform.

Effects of hypoxia in cancer cells serve as a major scientific paradox since it impedes survival, yet facili-
tates cancer progression6,7. Molecular oxygen is critical for post-translational folding of proteins in the ER47. In 
response to the high local content of misfolded proteins in the ER under hypoxic conditions, cancer cells can 
initiate the unfolded protein response (UPR) pathway48. The UPR activates a series of transmembrane proteins 
and transcription factors to rectify the misfolded proteins, despite the increasing ER stress levels41,48. Utilizing 
our technique, we were clearly able to demonstrate the rising ER stress in MDA-MB-468 cells with increasing 
oxidative stress at different time intervals across the single-outlet device, with a 4-fold increase from baseline in 
the hypoxic region after 6 hours. This enables a host of potential hypoxia activated responses such as cell motility, 
epithelial to mesenchymal transition etc. to be explored. Since unit concentrations are only generated in each 
outlet of the multiple-outlet device, the latter can serve the function of several specialized O2 incubators at once 
without requiring expensive infrastructure. Acquisition of drug resistance by tumor cells under hypoxic condi-
tions can also be conveniently investigated. Due to continuous flow, local oxygen content in each outlet chamber 
will not be affected by the respiration of MCF-12A cells. It is noteworthy that the proposed platform is suitable 
for experiments involving adherent cells since cells in suspension will be flushed out by the continuous flow nec-
essary to maintain the gradient, unless cells are physically trapped. The large width of the gradient chamber in 
region I (≈1.6 cm) in the single-outlet device provides shear stresses within the acceptable range that the cells can 
withstand regardless of the flow rate49,50.

One of the biggest limitations of PDMS-based microfluidic devices is the inability to conduct experiments 
with organic solvents. PDMS swells in contact with several organic solvents such as toluene significantly alter-
ing the channel dimensions. The proposed device not only enables the use of such solvents, characterization of 
parameters affecting the sol-gel reaction also allows optimization of glass coating thicknesses. Adhesion and 
diffusion of biomolecules within the hydrophobic PDMS surfaces can also be significantly inhibited by the glass 
coating.

Methods
Microfluidic device fabrication. The microfluidic chips were fabricated using established soft lithography 
procedures51. The initial design was prepared using AutoCAD software (Autodesk Inc) (Fig. 1b) and subsequently 
translated on a wafer with SU-8 photoresist using the direct write lithography system Dilase 250 (Kloe, France). 
SU-8 was first spin-coated onto the substrate, pre-baked, followed by direct write lithography, then subsequently 
post-baked and developed using the standardized procedures52. Liquid PDMS pre-polymer (Sylgard 184, Dow 
Corning, MI) was prepared by thoroughly mixing the base and curing agent (10:1 w/w) and poured onto the 
mold, degassed and thermally cured at 80 °C in an oven for 90 minutes53,54. PDMS devices were carefully cut with 
a scalpel and peeled and an 18-gauge flat end needle was used to make the inlets and outlets ports54. The devices 
were then sonicated in isopropyl alcohol for 30 s to remove the debris. Eventually, the channel side of devices 
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were irradiated with oxygen plasma in a plasma asher (Plasma Etch, Carson City, NV) and irreversibly bonded to 
the PDMS/PtOEPK composite film (described in the next section) on a 1 × 3 inch microscope slide (Figure S2). 
Dimensions of the final device were dependent on the design-type, whether single-outlet (S1) or multiple-outlet 
(S1). This was decided through gradient profile data derived from several COMSOL simulations. The dimensions 
of the microfluidic serpentine channels in the single-outlet device were 250 (w) × 100 (h) µm. For the multi-
ple-outlet device, the width of the serpentine channels was reduced to 200 μm and total length was reduced from 
1.96 cm to 1.46 cm, effectively reducing residence time per flow rate. For all characterization purposes, 500 µm 
wide straight channels designs were used.

Sensor layer formation. A modification of the standardized technique established by Nock et al. was used. 
Polystyrene pellets (MW ≈ 280,000, Sigma-Aldrich, St Lois, MO) were dissolved in toluene (Fisher Scientific, 
Waltham, MA) to yield a 7% w/w solution19. PtOEPK dye (Frontier Scientific, Logan, UT) was then added to 
form a stock solution at a concentration of 1 mg/ml19. 30 µL of PtOEPK/PS solution was pipetted onto a 1 × 3 inch 
microscopic glass slide and spin-coated at 1000 rpm for 30 s and left covered in dark at room temperature to dry 
for at least 2 hours. After drying, 0.2 gram of PDMS was placed on top of the PtOEPK/PS layer and spin-coated at 
2500 rpm to form an approximately 1.5 µm thin layer of PDMS completely covering the dye. The resultant com-
posite layer was then incubated at 40 °C in an oven for approximately 45 minutes (Figure S2).

Sol-gel characterization and 3-sided glass coating. Sol-gel was prepared by mixing equal volumes 
of tetraethylorthosilicate (Sigma-Aldrich, St Lois, MO), methyltriethoxysilane (Sigma-Aldrich, St Lois, MO), 
ethanol and pH 4.5 deionized water and left for 24 hours to form a homogenous solution37. To establish a 3-sided 
glass coating, the sol-gel solution was pipetted through a plasma-treated PDMS device placed in close contact on 
a non-plasma treated glass slide. The device assembly was then placed on a pre-heated hotplate for the desired 
time and temperature and gently flushed with compressed air to remove excess unpolymerized silanol. The hot-
plate was turned off allowing the device to gradually cool down to room temperature. The curing of silanol oli-
gomers (oxide bond formation) primarily occurs on the walls of the plasma-treated microfluidic channels as the 
hydroxyl groups are only present there. This preferentially creates a three-sided coating as no coating forms on 
the non-plasma treated bottom glass surface. To determine the optimal coating thickness, curing of silanol oli-
gomers was conducted at varying temperatures and times (Table S1). After cooling, the coated PDMS was peeled 
off from the slide and plasma bonded to the sensor/PDMS layer (Figure S2). To confirm the glass-coating for-
mation, sol-gel solution was mixed with fluorescent microspheres (1 µm diameter) (FluoSpheres ® Carboxylate, 
ThermoFisher Scientific Inc, Rockville, MD) prior to introduction into the microfluidic channels at 1:10 (dye: 
sol-gel) v/v concentration. The thickness of the coating on all three sides was measured through fluorescent 
images using the EVOS FL Auto microscope (Life Technologies). These results were later validated with the help 
of a confocal surface profilometer (LEXT OLS4100, Olympus, Japan). Both sets of images were taken by placing 
the glass coated PDMS devices upside down prior to bonding to the sensor composite layer. To test for leach-
ing, 1 µM rhodamine B solution was infused through the 3 side-coated device assembly and compared with the 
uncoated controls for a 2-hour duration.

Sensor layer calibration. Sensor-layer characterization and calibration was performed using the Olympus 
BX-51 fluorescence microscope (Japan). PtOEPK exhibits unique double absorption peaks at 398 nm and 590 nm 
and an emission peak at 760 nm in the near infrared region (NIR)30,55. A customized filter combination with 
absorption/emission filters at 570/760 nm and a 620 nm dichroic mirror was used for PtOEPK imaging.

For gaseous sensor characterization and to test the dynamic sensing ability, industrial grade oxygen and nitro-
gen gas (Roberts Oxygen, Rockville, MD) were blown into the straight channels periodically every 20 s. Air (21% 
O2) was blown though one of the channels constantly for reference. Images were recorded after reaching equilib-
rium and the respective intensities was analyzed using the Image Processing Toolbox in MATLAB (Mathworks, 
Natick, MA). Intensity was averaged over a region of interest and compared to the reference intensity (nitrogen 
saturated, ~0% O2). For dissolved oxygen (DO) measurement and characterization, DI water of varying oxygen 
concentrations were prepared. A customized oxygen and nitrogen delivery system was built and the gases were 
bubbled into capped glass bottles containing DI water for specific time periods. Bubbling nitrogen and oxygen for 
40 minutes and 10 minutes respectively yielded DI water with 0.1 mg/L (0.003 mol/m3) and 19.9 mg/L (0.62 mol/
m3) DO content respectively and intermediate DO solutions were obtained by mixing the two stock solutions 
appropriately. Detection of DO levels was done simultaneously, allowing us to determine exact bubbling periods 
for both gases. Sensor probe provides an “error” once DO levels go beyond 19.9 mg/L, thus, accuracy of the cali-
bration was maintained throughout. Gassed water, kept in 1 ml syringes (BD Hamilton), were infused into the 
respective devices via 30-gauge blunt needle connected to the Tygon tubing (AAD04091, 0.01 “ID × 0.03” OD) 
using an automated syringe pump (Fusion 100, Chemyx, Stafford, TX). DO was measured using a polarographic 
oxygen meter (MW 600, Milwaukee Instruments, NC, USA). Signal intensity, I, with respect to O2 concentration 
is quantified by the following Stern-Volmer relationships40,56–58:

= + +I I f K pO fGaseous oxygen: / { /(1 )} (1)o G
sv

1 2 2

I I K ODissolved oxygen: / 1 [ ] (2)o S
sv

2 = +

where KS
sv and KG

sv are the Stern-Volmer constants for solution and gas respectively, Io represents intensity at 
0% oxygen (100% nitrogen), [O2] is oxygen concentration and pO2 is partial pressure of gaseous O2; f1 is the 
portion dye molecules being quenched and f2 being unquenched portion. Plots of relative intensities against DO 
concentrations and gaseous partial pressure of O2 respectively were extrapolated to validate the Stern-Volmer 
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relationship. Plots of intensity changes during periodic introduction of oxygen and nitrogen (both gaseous and 
dissolved) were also generated. This data was subsequently used as reference for the intensity variation or changes 
during the gradient formation in the final fabricated devices.

Gradient formation and detection. Initially, linear flow rates and resulting gradient formation were 
determined using COMSOL Multiphysics software. These derived conditions were subsequently implemented in 
the experiments. O2-rich and O2-depleted deionized water was passed at constant flow rates through the micro-
fluidic channels of the final fabricated devices. Diffusion and oxygen detection was monitored using time-lapse 
epifluorescent microscopy using the Olympus BX-51 fluorescence microscope. The recorded video was imported 
onto MATLAB and subsequently fragmented into frames. Intensity plots were extracted and analyzed across the 
desired frames at different flow rates using Image Processing Toolbox in MATLAB. The respective plots were 
converted to concentration plots using the previous calibration data, yielding a function curve for each flow rate. 
Triplicate experiments, along with calibration before each, were conducted and average function plots for respec-
tive flow rate were obtained.

Cell culture, evaluation of endoplasmic reticulum stress and viability under hypoxia. The 
evaluation of ER stress and cellular viability under oxidative stress were conducted using MDA-MB-468 cells 
and MCF-12A respectively (ATCC, Manassas, VA). Both cell-types were cultured initially in T25 flasks under 
standard 5% CO2. For initial control, the MDA-MB-468 and MCF-12A cells were seeded in 2 separate 24-well 
plates, one for incubation under normal oxygen conditions (21% O2 and 5% CO2) and the other was incubated 
in a hypoxic chamber (95% N2 and 5% CO2) (Billups-Rothenberg, CA). Both were incubated for 6 hours. The 
channels of both devices were first treated with 100 µg/ml fibronectin solution in PBS (F2006, Sigma-Aldrich Co., 
St. Louis, MO) overnight before introducing cells. Devices were then subsequently washed with PBS (phosphate 
buffer saline) and cell suspensions were then introduced. MDA-MB-468 cells (2500 cells/µL) were introduced 
into the region I, ensuring a packed and uniform distribution of cells throughout. MCF-12A cells (1000 cells/
μL) were introduced into each of the chambers of the multiple-outlet device. Prior to introduction, the MCF-12A 
cells were treated with 10 µM Cell Tracker Green CMFDA dye (ThermoFisher Scientific, Waltham, MA, USA) for 
30 minutes for live-cell analysis.

For the ER stress evaluation, regular (21% oxygen) and deoxygenated DMEM media (0%), both containing 
thioflavin T (5 μg/ml), were introduced simultaneously through the two inlets of the gradient generator at a 
constant flow-rate of 1 µL.min−1 for 6 hours in one device. Another single-outlet device was used to observe the 
endogenous ER stress levels in MDA-MB-468 cells by using normal media in both inlets, thus acting as control. 
Baseline ER stress was recorded prior to starting the experiment. Time-lapse images were acquired every 30 min-
utes to monitor the fluorescence profile using EVOS-FL Auto Cell Imaging System (ThermoFisher Scientific, 
Waltham, MA, USA). Image analysis of cells was conducted using ImageJ (NIH, Bethesda, MD) and MATLAB. 
For the viability experiment, regular and deoxygenated DMEM F-12 media were simultaneously infused for 
6 hours and time-lapse images taken every 30 minutes. 10 µM Cell Tracker Red CMTPX dye and 8 µM Hoechst 
stain were used for live cell-staining in the control. The 0% oxygen media were created by bubbling nitrogen gas 
into 1 ml of DMEM and DMEM F-12 media for approximately one hour. 15 µM HEPES solution was added to 
both in order to maintain pH of the media coherent with 5% CO2 before adding to the cell culture. Viability analy-
sis was performed based on the absolute initial and final cell count within each chamber. However, initial number 
of cells within individual chambers was not identical. Therefore, to appropriately demonstrate the relative decline 
in cell viability across different chambers, normalization was performed. The resulting cell count at each interval 
was calculated as a percentage of the initial count at “T = 0”.

Statistical analysis. For most experiments, one-tailed t test was performed to determine statistical signifi-
cance of the data. Functional analysis was conducted in MATLAB to compare COMSOL and experimental data 
plots for gradient detection. Unless explicitly stated, all experiments were performed in triplicate. Error bars rep-
resent standard deviation of the mean. One-way ANOVA was used to analyze means of experimentally derived 
gradients across different flow rates in the gradient chamber with the corresponding COMSOL data.

Data availability. All data generated or analyzed during this study are included in this article (and 
Supplementary Information). Additional information can be obtained from the corresponding author on rea-
sonable request.

References
 1. Graham, E. M., Ruis, K. A., Hartman, A. L., Northington, F. J. & Fox, H. E. A systematic review of the role of intrapartum hypoxia-

ischemia in the causation of neonatal encephalopathy. Am. J. Obstet. Gynecol. 199, 587–595 (2008).
 2. Vannucci, R. C. & Vannucci, S. J. Perinatal hypoxic-ischemic brain damage: evolution of an animal model. Dev. Neurosci. 27, 81–86 

(2005).
 3. Trédan, O., Galmarini, C. M., Patel, K. & Tannock, I. F. Drug resistance and the solid tumor microenvironment. J. Natl. Cancer Inst. 

99, 1441–1454 (2007).
 4. Maltepe, E. & Saugstad, O. D. Oxygen in health and disease: regulation of oxygen homeostasis-clinical implications. Pediatr. Res. 65, 

261–268 (2009).
 5. Wang, G. L. & Semenza, G. L. Purification and characterization of hypoxia-inducible factor 1. J. Biol. Chem. 270, 1230–1237 (1995).
 6. Pouysségur, J., Dayan, F. & Mazure, N. M. Hypoxia signalling in cancer and approaches to enforce tumour regression. Nature 441, 

437–443 (2006).
 7. Oladipupo, S. et al. VEGF is essential for hypoxia-inducible factor-mediated neovascularization but dispensable for endothelial 

sprouting. Proc. Natl. Acad. Sci. 108, 13264–13269 (2011).
 8. Lee, S. L. C. et al. Hypoxia-induced pathological angiogenesis mediates tumor cell dissemination, invasion, and metastasis in a 

zebrafish tumor model. Proc. Natl. Acad. Sci. 106, 19485–19490 (2009).
 9. Carmeliet, P. & Jain, R. K. Angiogenesis in cancer and other diseases. nature 407, 249–257 (2000).



www.nature.com/scientificreports/

1 0Scientific REPORtS | 7: 13487  | DOI:10.1038/s41598-017-13886-z

 10. Sevick, E. M. & Jain, R. K. Geometric resistance to blood flow in solid tumors perfused ex vivo: effects of tumor size and perfusion 
pressure. Cancer Res. 49, 3506–3512 (1989).

 11. Sevick, E. M. & Jain, R. K. Effect of red blood cell rigidity on tumor blood flow: increase in viscous resistance during hyperglycemia. 
Cancer Res. 51, 2727–2730 (1991).

 12. Rohwer, N. & Cramer, T. Hypoxia-mediated drug resistance: novel insights on the functional interaction of HIFs and cell death 
pathways. Drug Resist. Updat. 14, 191–201 (2011).

 13. Allen, C. B., Schneider, B. K. & White, C. W. Limitations to oxygen diffusion and equilibration in in vitro cell exposure systems in 
hyperoxia and hypoxia. Am. J. Physiol.-Lung Cell. Mol. Physiol. 281, L1021–L1027 (2001).

 14. Arjamaa, O. & Nikinmaa, M. Hypoxia regulates the natriuretic peptide system. Int J Physiol Pathophysiol Pharmacol 3, 191–201 
(2011).

 15. Espey, M. G. Role of oxygen gradients in shaping redox relationships between the human intestine and its microbiota. Free Radic. 
Biol. Med. 55, 130–140 (2013).

 16. Lo, J. F., Sinkala, E. & Eddington, D. T. Oxygen gradients for open well cellular cultures via microfluidic substrates. Lab. Chip 10, 
2394–2401 (2010).

 17. Chung, B. G. & Choo, J. Microfluidic gradient platforms for controlling cellular behavior. Electrophoresis 31, 3014–3027 (2010).
 18. Vollmer, A. P., Probstein, R. F., Gilbert, R. & Thorsen, T. Development of an integrated microfluidic platform for dynamic oxygen 

sensing and delivery in a flowing medium. Lab. Chip 5, 1059–1066 (2005).
 19. Nock, V., Blaikie, R. J. & David, T. Patterning, integration and characterisation of polymer optical oxygen sensors for microfluidic 

devices. Lab. Chip 8, 1300–1307 (2008).
 20. Chen, Y.-A. et al. Generation of oxygen gradients in microfluidic devices for cell culture using spatially confined chemical reactions. 

Lab. Chip 11, 3626–3633 (2011).
 21. Adler, M., Polinkovsky, M., Gutierrez, E. & Groisman, A. Generation of oxygen gradients with arbitrary shapes in a microfluidic 

device. Lab. Chip 10, 388–391 (2010).
 22. Funamoto, K. et al. A novel microfluidic platform for high-resolution imaging of a three-dimensional cell culture under a controlled 

hypoxic environment. Lab. Chip 12, 4855–4863 (2012).
 23. Wang, L. et al. Construction of oxygen and chemical concentration gradients in a single microfluidic device for studying tumor 

cell–drug interactions in a dynamic hypoxia microenvironment. Lab. Chip 13, 695–705 (2013).
 24. Pubchem. SODIUM SULFITE | Na2SO3 - PubChem. Available at: https://pubchem.ncbi.nlm.nih.gov/compound/sodium_sulfite. 

(Accessed: 20th March 2017).
 25. CDC - COBALT (II) CHLORIDE - International Chemical Safety Cards - NIOSH. Available at: https://www.cdc.gov/niosh/

ipcsneng/neng0783.html. (Accessed: 20th March 2017).
 26. Gutmacher, D., Foelmli, C., Vollenweider, W., Hoefer, U. & Wöllenstein, J. Comparison of gas sensor technologies for fire gas 

detection. Procedia Eng. 25, 1121–1124 (2011).
 27. Mitrovski, S. M. & Nuzzo, R. G. An electrochemically driven poly (dimethylsiloxane) microfluidic actuator: oxygen sensing and 

programmable flows and pH gradients. Lab. Chip 5, 634–645 (2005).
 28. Xiong, L. & Compton, R. G. Amperometric gas detection: A review. Int J Electrochem Sci 9, 7152–7181 (2014).
 29. O’Riordan, T. C., Buckley, D., Ogurtsov, V., O’Connor, R. & Papkovsky, D. B. A cell viability assay based on monitoring respiration 

by optical oxygen sensing. Anal. Biochem. 278, 221–227 (2000).
 30. Papkovsky, D. B. New oxygen sensors and their application to biosensing. Sens. Actuators B Chem. 29, 213–218 (1995).
 31. Wu, C., Bull, B., Christensen, K. & McNeill, J. Ratiometric Single-Nanoparticle Oxygen Sensors for Biological Imaging. Angew. 

Chem. Int. Ed. 48, 2741–2745 (2009).
 32. Cao, J., Nagl, S., Kothe, E. & Köhler, J. M. Oxygen sensor nanoparticles for monitoring bacterial growth and characterization of 

dose–response functions in microfluidic screenings. Microchim. Acta 182, 385–394 (2015).
 33. Irimia, D., Balázsi, G., Agrawal, N. & Toner, M. Adaptive-control model for neutrophil orientation in the direction of chemical 

gradients. Biophys. J. 96, 3897–3916 (2009).
 34. Agrawal, N., Toner, M. & Irimia, D. Neutrophil migration assay from a drop of blood. Lab. Chip 8, 2054–2061 (2008).
 35. Jeon, N. L. et al. Generation of solution and surface gradients using microfluidic systems. Langmuir 16, 8311–8316 (2000).
 36. Witucki, G. L. & Primer, A. S. Chemistry and Applications of Alkoxy Silanes; Dow Corning Corporation. J. Coat. Technol. Repr. 

Present. Oct 21, (1992).
 37. Abate, A. R., Lee, D., Do, T., Holtze, C. & Weitz, D. A. Glass coating for PDMS microfluidic channels by sol–gel methods. Lab. Chip 

8, 516–518 (2008).
 38. Sinkala, E. Microfabricated devices for the spatial and temporal control of the cellular and tissue microenvironment. (University of 

Illinois at Chicago, 2013).
 39. Cox, M. E. & Dunn, B. Oxygen diffusion in poly (dimethyl siloxane) using fluorescence quenching. I. Measurement technique and 

analysis. J. Polym. Sci. Part Polym. Chem. 24, 621–636 (1986).
 40. Ungerböck, B., Charwat, V., Ertl, P. & Mayr, T. Microfluidic oxygen imaging using integrated optical sensor layers and a color 

camera. Lab. Chip 13, 1593–1601 (2013).
 41. Feldman, D. E., Chauhan, V. & Koong, A. C. The unfolded protein response: a novel component of the hypoxic stress response in 

tumors. Mol. Cancer Res. 3, 597–605 (2005).
 42. Heidemann, R., Lütkemeyer, D., Büntemeyer, H. & Lehmann, J. Effects of dissolved oxygen levels and the role of extra-and 

intracellular amino acid concentrations upon the metabolism of mammalian cell lines during batch and continuous cultures. 
Cytotechnology 26, 185–197 (1998).

 43. Grossart, H.-P., Allgaier, M., Passow, U. & Riebesell, U. Testing the effect of CO2 concentration on the dynamics of marine 
heterotrophic bacterioplankton. Limnol. Oceanogr. 51, 1–11 (2006).

 44. Polinkovsky, M., Gutierrez, E., Levchenko, A. & Groisman, A. Fine temporal control of the medium gas content and acidity and 
on-chip generation of series of oxygen concentrations for cell cultures. Lab. Chip 9, 1073–1084 (2009).

 45. Whitesides, G. M. The origins and the future of microfluidics. Nature 442, 368 (2006).
 46. Weibel, D. B. & Whitesides, G. M. Applications of microfluidics in chemical biology. Curr. Opin. Chem. Biol. 10, 584–591 (2006).
 47. Tu, B. P. & Weissman, J. S. Oxidative protein folding in eukaryotes. J. Cell Biol. 164, 341–346 (2004).
 48. Schröder, M. & Kaufman, R. J. ER stress and the unfolded protein response. Mutat. Res. Mol. Mech. Mutagen. 569, 29–63 (2005).
 49. Huh, D., Hamilton, G. A. & Ingber, D. E. From 3D cell culture to organs-on-chips. Trends Cell Biol. 21, 745–754 (2011).
 50. Lu, H. et al. Microfluidic shear devices for quantitative analysis of cell adhesion. Anal. Chem. 76, 5257–5264 (2004).
 51. Xia, Y. & Whitesides, G. M. Soft lithography. Annu. Rev. Mater. Sci. 28, 153–184 (1998).
 52. Srivastava, Y., Loscertales, I., Marquez, M. & Thorsen, T. Electrospinning of hollow and core/sheath nanofibers using a microfluidic 

manifold. Microfluid. Nanofluidics 4, 245–250 (2008).
 53. Lin, X. et al. Oxygen-induced cell migration and on-line monitoring biomarkers modulation of cervical cancers on a microfluidic 

system. Sci. Rep. 5, 9643 (2015).
 54. Roberts, S. A., Waziri, A. E. & Agrawal, N. Development of a Single-Cell Migration and Extravasation Platform through Selective 

Surface Modification. Anal. Chem. 88, 2770–2776 (2016).
 55. Papkovsky, D. B. & Ponomarev, G. V. Protonation of the porphyrin-ketones and their complexes: Verification of spectral forms and 

mechanisms. Spectrochim. Acta. A. Mol. Biomol. Spectrosc. 53, 613–621 (1997).

https://pubchem.ncbi.nlm.nih.gov/compound/sodium_sulfite
https://www.cdc.gov/niosh/ipcsneng/neng0783.html
https://www.cdc.gov/niosh/ipcsneng/neng0783.html


www.nature.com/scientificreports/

1 1Scientific REPORtS | 7: 13487  | DOI:10.1038/s41598-017-13886-z

 56. Amao, Y. Probes and polymers for optical sensing of oxygen. Microchim. Acta 143, 1–12 (2003).
 57. Ware, W. R. Oxygen quenching of fluorescence in solution: an experimental study of the diffusion process. J. Phys. Chem. 66, 

455–458 (1962).
 58. Carraway, E. R., Demas, J. N., DeGraff, B. A. & Bacon, J. R. Photophysics and photochemistry of oxygen sensors based on 

luminescent transition-metal complexes. Anal. Chem. 63, 337–342 (1991).

Acknowledgements
Support for this work was provided by the National Science Foundation award numbers 1642794 and 1645195.

Author Contributions
M.D.H.K. performed all experiments, data analysis, and prepared the figures. S.A.R. facilitated device fabrication 
and COMSOL modeling. J.R.C. facilitated PtOEPK imaging experiments. N.A. conceptualized and managed the 
entire project as well as designed the experiments. M.D.H.K. and N.A. wrote the manuscript. All authors reviewed 
the manuscript.

Additional Information
Supplementary information accompanies this paper at https://doi.org/10.1038/s41598-017-13886-z.
Competing Interests: The authors declare that they have no competing interests.
Publisher's note: Springer Nature remains neutral with regard to jurisdictional claims in published maps and 
institutional affiliations.

Open Access This article is licensed under a Creative Commons Attribution 4.0 International 
License, which permits use, sharing, adaptation, distribution and reproduction in any medium or 

format, as long as you give appropriate credit to the original author(s) and the source, provide a link to the Cre-
ative Commons license, and indicate if changes were made. The images or other third party material in this 
article are included in the article’s Creative Commons license, unless indicated otherwise in a credit line to the 
material. If material is not included in the article’s Creative Commons license and your intended use is not per-
mitted by statutory regulation or exceeds the permitted use, you will need to obtain permission directly from the 
copyright holder. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/.
 
© The Author(s) 2017

http://dx.doi.org/10.1038/s41598-017-13886-z
http://creativecommons.org/licenses/by/4.0/

	Rapid Generation and Detection of Biomimetic Oxygen Concentration Gradients In Vitro
	Results
	Deposition and characterization of gas impermeable sol-gel coating. 
	Integration and calibration of oxygen sensitive PtOEPK layer. 
	Simulation, characterization and generation of oxygen gradients. 
	Evaluation of ER stress under gradients of oxygen. 
	Viability analysis of mammary epithelial cells MCF-12A under gradients of oxygen. 

	Discussion
	Methods
	Microfluidic device fabrication. 
	Sensor layer formation. 
	Sol-gel characterization and 3-sided glass coating. 
	Sensor layer calibration. 
	Gradient formation and detection. 
	Cell culture, evaluation of endoplasmic reticulum stress and viability under hypoxia. 
	Statistical analysis. 
	Data availability. 

	Acknowledgements
	Figure 1 (a) Cross-section schematic of glass coated channel showing placement of different layers.
	Figure 2  (a) Z-stack fluorescent image of the inverted channel with 3-sided glass coating.
	Figure 3 (a) Change in intensity of the underlying PtOEPK dye when exposed to gaseous nitrogen (top) and oxygen (bottom) gas.
	Figure 4  (a) (i) COMSOL simulated oxygen gradient profile in single-outlet device at 1 μL/min, (ii) Oxygen concentration gradient across region II detected by PtOEPK luminescence.
	Figure 5  (a) Comparison of ER stress of MDA-MB-468 cells via Thioflavin T fluorescence under normal and hypoxic conditions, showing elevated ER stress levels in hypoxia.




